Background and purpose: Abdominal organ motion seriously compromises the tar-
were compared. The water equivalent ratio (WER) of corset material samples was measured using a multi-layer ionization chamber for proton energies of 150 and 200 MeV.
Results: All corsets reduced the pancreatic motion on average by 9.6 mm in inferiorsuperior and by 3.2 mm in anterior-posterior direction. With corset, the breathing frequency was approximately doubled and the day-to-day motion variations were reduced. The WER measurements showed an average value of 0.993 and 0.956 for the PE and 3DPE corset, respectively, and of 0.298 for the PU corset. The PE and 3DPE corsets showed a constant thickness of 2.8 ± 0.2 and 3.8 ± 0.2 mm, respectively and a homogeneous material composition with a standard deviation (SD) of 31 and 32 HU, respectively. The PU corset showed a variable thickness of 4.2 − 25.6 mm and a heterogeneous structure with air inclusions with an SD of 113 HU.
Conclusion:
Abdominal corsets may be effective devices to reduce pancreatic motion. For particle therapy, PE-based corsets are preferred over PU-based corset due to their material homogeneity and constant thickness. 
| INTRODUCTION
Particle therapy (PT) with protons or carbon ions is increasingly becoming an alternative treatment modality for conventional photon-based radiotherapy (XT) in thoracic and abdominal tumours. This is mainly due to their ability to deposit almost all their dose at the end of their track (the so-called "Bragg peak"), thereby minimizing the dose to organs at risk both in the initial beam path and beyond the Bragg peak. 1 Appropriate immobilisation of the target volume is a key component in the treatment process for precise dose delivery. This is particular important for PT due to its higher sensitivity to density variations caused by inter-and intra-fractional changes in patient anatomy. Morphological changes along the beam path due to organ motion, deformation and organ filling can influence the position of the Bragg peak relative to the target volume. Furthermore, the use of active dose delivery techniques that employ scanned beams to volumetrically scan a mono-energetic Bragg peak over the target volume in combination with intra-fractional organ motion may further degrade precise dose delivery due to the interplay effect. [2] [3] [4] [5] [6] This may result in over-or underdosage of the target volume and additional unwanted dose deposition in adjacent organs at risk.
For thoracic and abdominal organs, the main source of motion is respiration. To reduce respiration-induced uncertainties in PT, breathing motion can be accounted for by 4D treatment planning and optimizations, 3, [6] [7] [8] [9] [10] [11] tumour tracking, 12,13 gating scenarios, [14] [15] [16] [17] or by physically reducing respiratory-induced motion by abdominal compression techniques. [18] [19] [20] For PT of targets in the upper gastrointestinal tract, including the liver and pancreas, motion mitigation by means of abdominal compression bands or pressure plates can, however, exacerbate the range uncertainties due to a poor setup reproducibility and consequential edge effects of the devices used. 21 In particular, pressure plates only allow for limited usability due to their bulky setup.
As a solution to reduce breathing induced tumour motion in patients with pancreatic cancer, polyurethane-based customized abdominal corsets have recently been used in stereotactic XT. 18 Studies using magnetic resonance imaging (MRI) in multi-planar 2D-cine or 4D mode have shown the ability of abdominal corsets to reduce pancreatic motion mainly in inferior-superior direction. [18] [19] [20] However, the corsets used in XT may not be applicable for PT, since for the latter, the reproducibility of the setup for immobilization devices placed in the beam path and an exact knowledge of their material properties (i.e. thickness and homogeneity) is critical to calculate the beam penumbra and range in the patient. When placed in the beam path, immobilization devices modify the position of the Bragg peak, and therefore it is crucial to understand how the dose distribution is affected. 21 In PT, the water equivalent ratio (WER) of any material placed in the beam path needs to be known to ensure that the treatment planning system is able to accurately take the effects on beam penumbra and range into account.
Furthermore, it is unknown to which level of customization the corsets need to be manufactured in order to achieve an adequate level of motion reduction, while a reproducible positioning is still ensured. This needs to be investigated before corsets can be clinically used for PT.
Therefore, in this study we compared three types of abdominal corsets that differ in terms of material composition, thickness, homogeneity, size, and degree of patient customization. The goal of this study was to determine which corsets are suitable for PT regarding their motion reduction capabilities and their material properties. 
| MATERIALS AND METHODS

2.A | Abdominal corsets
2.B.2 | Water equivalent ratio
The WER is defined as the ratio of the mass thickness of water and the given material (in g/cm 2 ) that leads to the same beam energy loss. 22 WER measurements were performed at OncoRay (Dresden, 
2.C | MRI acquisition and motion analysis
To quantify respiration-induced pancreatic motion, a healthy male 
2.D | Clinical implementation
The clinical implementation of the 3DPE corset in PT of abdominal cancer patients and the integration of such corsets into the treatment planning was evaluated in an in-house ongoing clinical study with 9 patients. 
3.A.2 | Water equivalent ratio (WER)
The average thickness of the PE and 3DPE samples used for the Table 1 .
3.B | Motion reduction
Without corset, the analysis of the 2D cine-MRI showed an average diaphragm motion in IS direction of 23.1 mm (range 19.0-32.0 mm).
With the corsets, this motion was significantly reduced to an average of 5.3 mm (range 3.0-9.0 mm), 7.1 mm (range 3.0-13.5 mm), and 7.4 mm (range 3.0-10.5 mm) for the PU, PE and 3DPE corset, respectively. Hence, on average, the diaphragm motion amplitude in IS direction was reduced by 77%, 69% and 66% with the PU, PE and 3DPE corset, respectively. When wearing either of the corsets, the breathing frequency increased, leading to a mean length of breathing cycles of 3.2 ± 0.4, 3.3 ± 0.6, and 4.6 ± 1.1 s for the PU, PE and 3DPE corset, respectively instead of 7.1 ± 0.7 s without corset. Examples of diaphragm motion patterns without and with the corsets as measured by 2D cine-MRI for both days are illustrated in Fig. 3 . It is also visible, that the end-exhale phase (i.e. the baseline in 4D-MRI showed that all three corsets reduced pancreatic COM motion in both IS and AP direction. For all corsets, the largest absolute motion reduction was found in the IS direction, measuring on average 2.6-8.8 mm with corset as opposed to 13.2 mm without corset. In AP direction, the mean amplitude was reduced from 3.8 mm without corset to 0.5-0.7 mm with corset. In LR direction, mean amplitudes without corset of 1.6 mm were observed, which were decreased for the PU and 3DPE corset to 0.1-0.7 mm and increased by the PE corset to 2.9 mm. The detailed values are illustrated in Fig. 4 . Figures 5 and 6 show motion amplitudes of 2D cine-MRI and 4D-MRI with and without the 3DPE corset, respectively. 
3.C | Clinical implementation
| DISCUSSION
All three corsets evaluated in this study reduced pancreatic motion, in particular in IS direction. Compared to the study by Heerkens et al. 18 , investigating the motion reduction by use of a PU corset and reporting a mean IS motion reduction of 4 mm with a large inter-patient variability, we observed a mean pancreatic motion reduction of around 8 mm in IS direction in a single subject. We additionally observed an AP motion reduction of 3 mm, which was not the case in the previous study. 18 However, as reported in previous corset studies, [18] [19] [20] such results are highly patient-specific.
Therefore, from our study no general motion reduction magnitudes can be deduced.
Moreover, as opposed to our corset design, covering the ribs and abdomen in order to reduce both abdominal respiratory motion and chest breathing, the corset used by Heerkens et al. 18 left out the ribs to promote chest breathing. We therefore hypothesize that these different corset designs may contribute to different observed motion reduction patterns.
While Heerkens et al. 18 planned to use the corset for stereotactic XT, we set the focus on its applicability for PT, for which corset thickness and homogeneity are more important than for XT. With regard to the material properties, both the PE and the 3DPE corset show potential to be used in particle therapy since they have a constant thickness and are made of homogeneous material. From a manufacturing point of view, the 3DPE corset is more time-consuming and costly as a consequence of its more patient-specific manufacturing procedure. This, on the other hand, allows for flexibility in the design and hence a positioning of corset opening and buckles, which would avoid beam edge effects. The design of the 3DPE corset considered that beam angles between 40°and 100°were a priori not intended for pencil beam scanned PT planning since the presence of the stomach and the large intestine prevents the usage of left lateral (oblique) beam angles for pancreatic cancer patients. 25, 26 Hence, in our study, the left lateral part was chosen as an opening.
The PE corset, on the other hand, shows partially overlapping However, for XT purposes, an increased skin dose by the corset needs to be considered. 18 For PT, the air inclusions in the PU corset make it unsuitable, since the resulting range shifts lead to increased range uncertainties. 29 The difference in measured thickness between the PE-based sample used for WER determination and the corsets themselves is partially influenced by the different measurement procedures. While known that intra-abdominal anatomy changes occur from day to day, depending on the filling of the stomach and bowel. 30 Moreover, substantial weight loss has been observed in these patients during the course of treatment. 31 These factors compromise the setup reproducibility and may require the corset pressure to be adjusted between treatment fractions in order to secure adequate immobilization. This study has shown that pancreatic motion reduction obtained with patient-individualized corsets is similar to that of the semi-specific corset. Therefore, semi-individualized corsets may be sufficient, which would have the advantages of reusability and short manufacturing time. However, substantial inter-patient variability can be expected. This variability may depend on natural breathing patterns (i.e., chest or abdominal breathing), the size and location of the primary tumour, and its infiltration into surrounding tissues. Therefore, a comparative study in a large patient cohort is mandatory to get good statistics and analyse subgroups. 
| CONCLUSION
All three abdominal corsets were found to reduce breathing-induced pancreatic motion to a comparable degree in this case study, in particular in inferior-superior direction. Conclusions derived from this case study should be confirmed by a larger study with patients. Due to their well-defined thickness and material homogeneity, as well as the favourable water equivalent ratios, the polyethylene corsets are suitable candidates for abdominal compression in particle therapy.
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